TUCSON POLICE DEPARTMENT

CRIME LABORATORY 4,‘.\
The undersigned Quality Assurance Specialist, having been qualified
by the Arzona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000
8 g . Serial # ¢4 00/ {¢ _ certifies by her signature;
on Z/_é ZQE . with aresult of 2.072  AC. 0-070AC.

and on ;{é?gfﬁﬁ _witharesult of 0.07¢¥ AC. 0072 AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

Yore Bovor

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SURSCRIBED AND SWORN to before me

this _ 3 ] .dayof QPE;} L2004

Notgr}' Public 6\
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PXHIBIT Q K

THIE REPORT PREPARED PURSUANT TO DUTY IHPOBED BY
A.A.C. R9-14-404(3)

ARIZONA DEPARTMENT OF HEARLTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES @L\
INTOXILYZER MODEL 5000*

AGENCyY Tucsan Police QA SPECIALIST Ir“fﬂﬁ’ DDf-ﬂﬂ @{P 35:" )

( (Print Nams)
TNTOXILYZER SERIAL #p4— 00/l §)  rocarron. DUT HO

DATE_ Marcn 25 +a-2004  TIME {5 3A5
-
:Eé%ﬂ Display reads "READY TO START" or RosSH BUTTON TQ START
TEST."

DITAGNOSTIC TESTS
A OWVM Test check. Setting should bes batween .200 and
.600. Mode selection switch S2 on, S1 and 51 off or
keyboard menu selection "H". Reading is D,
el Display Test check. Mode selection switch 51 on and S2
and S3 off or keyboard menu selsction "V!.
. Z~ Printar Test check. Mode sslection switch 51, 52, 53
aff or keyboard menu selection "B".
xgé(TF Clock time check. Mode sslsction switch §10 on or
keyboard menu selecticon "E". ’
</~ 4  Date chaeck. Mode selection switch S11 on or keyboard
manu selaction "E".

OPERATIONAL TESTS
g Alcohol free subject Test rssult 0.000 AC
—£<~_ Error recognition logic system functioning
Invalid test printad
roper sample recagnition system i
Invalid sample printed At
Deficient sample printedwf< i3
N/A Completeness af sample purge with collection tube** Sk
hﬁﬁi Calibration standard 0.080 aC '
Results: 0. (JFOAC < ﬂ'ﬂ':,-"Df‘l-C- _/

Instrument operating properly and accurately. YES_ NO

1

Hd

_Jségt:_

COMMENTS .

SIGNAT UTL_. Mﬁ?‘-ﬁﬂ /(yﬁvlm
0. 1|45,

analysis. N

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHCUT :
**«THIS BTEP IS ONLY REQUIRED IF THIS DEVICE I8 BEING UEED ?UR
EAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-53)
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5?6
BIEIBIT P =2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404(Rn)

ARIZONA DEPARTMENT OF HEALTE BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODEL 5000+ M

STAMDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Departmept Date 3/ /0% pipa [ 525
Tntoxilyzer Serialf b¥_pp/a2els ) Location DUT A0
Qa Specialist Trenc Doram [ @331 ) e
(Print Name)
(&7 1. Pour a standard alcohol solution of known value into a

clean dry simulateor jar and assemble the simulator.
Insure that a tight seal has bean made.
Standard value: 0. OFT AC
(A 2. Turn on the simulator and allow the temperature to
reach 3I4°%C4+.2°%C.
(wler 3. Set Intoxilyzer mode selection in the ACA mode by
* switching mode selection switch #3 on or selecting "c"
on keyboard menu.
(- 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
R s Intoxilyzer 5000 display reads "READY TO START" or
n"pUsH BUTTON".
&§. ©Push Start Test button or press enter on keyboard.
| 7. Insert card in responses to display.
~Zoi=gaT 8. Alr blank completed.
g. Calibration check completed.
Test results 0.070%0.070 AC
(<57 10. Alr blank completed.
Pt 11. When display reads Test Complete remove evidence card.
g Attach the card to the completed checklist,
(~&T 12. Return mode selection switch #9 to off position arfter
all calibration checks are complete or type Q and enter
on kxeyhoard.

SIGHATURE

*WITE OR WITHOUT VAPOR RECIRCULATION ANWND WITH OR WITHEQUT EKEYEQARD

DHS/DSLS/Form €116 (Rev.7-93)




BXZIBIT Q Tk

TEIE REPORT PREPANED PURSUANT TO DOTY INP08ED HY
A.A.C., BI—-L14-404(0)
ARTIZIONA: DEPARTHENT OF HEALTE S=37ICES

STANDARD QUALITY ASSURANCE DROC=003 'ﬁh
THTOXITLYZER MODEL S5000#

AGENCY 'Tucson Palice QA SPECIALIST M@V?f D(j}fﬂ’ﬁ'} /E‘ 5{)
a1, £ 0% “ﬁﬁf?;fb(#g) r-;gc;““*f‘-"“:- E)hﬁc‘:.{fﬂ'/#Q

=l

e

DVH st check. Setting should bs b
-600. Hode selecticon s¥itch 52 on, 5

keyboard menuy selection "H". Resading is ___5_{@/_

_\JQ_‘L Display Test check. Mode selection switch 51 an and S2
and 53 off or Kkeyboard menu ssalection "V".
%‘,—_ Brintsr Test chack. Mods szlection switch 8.1, 52, 83
aff or keybogard menu sslecticn "D,
E;"“"‘; Clock time check. Mode sslection switch S10 on or
keyboard menn selection "EV.
_;ﬁ%._-— Date check. HMode selesction switch S11 on or keyboard
menyw selection "E"
OPERATIONAL TESTS
s Ky Alcohol frea subject Test rasult g 700 AC
g  Error recognition loegic sysiem funetioning
Invalid test printad
_:éL Proper sample recaogniticon systenm
Invalid sampls printad—Zr—
Deficient sample printedsSH—
N/A Completeness of sample purge with collection tuhe=#s*
_:qﬁa_f-_ Calibration standard 0.0FD AC
Results: 0.0 F7Y4C Y+ D.0F 2 4¢_ /
Instrument cperating properly and accuratalv. YES=NO__
COMMENTS: MDVé’&" C;’p&i ablice & R f S

SIGNATURE M /@Mdmﬁ

: "I-glr.:chc:‘i concentration standard collectad for subssaguent
2nalysis. &

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYEBOARD
*«THIS ETEF? IE ONLY REQUIRED IF THIS DEYVICE IS BEING USED FOR
BAMPLE CAPTUORE.

DHS/DSLS/Form €117 (Rewv.7-93)
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EXZIBIT P

THEIZ REPORT PREPARED PURSBTUANT TQ DUTY IMPOQEBED BY
A.A.C. RI-14-404(R)

ARIZOMNA DEPARTHENT OF HEALTE SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

o\
ETANDARD CALTIBRATION CHECEK PROCEDURE

Agency _Tucscn Police Department Date ?[/;:27;/0%’ Time !’Vd’?,__?)
Intoxilyzer Se:ial#jﬁ?ﬁﬁiﬁi;ﬁiﬂ; tian DLy

Lo
QA Specialist A renc Dord /%33! )
(Print Nafe)
(—¢trr 1. Pour a standard alcchol solution of known value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn made.
standard value: 0. AF¥0D  AC

{4 2. Turn on the simulator and allow the temperature to
reach 3470+ ..3°00

Jog=) 3. Set Intoxlilyzer mode selsection in thes ACA made by
switching mode selection switch #9 on or selecting "c"
on keyboard menu.

%) 4. Attach simulator teo the simulator entrance port on the

Intoxilyzer.
Intoxilyzer 5000 display reads "“"READY TO START" or
"BISH BUTTONY.
6. Piush Start Test button ar press siH
7. Insert card in response to display.
~&af=%s3 E. Alr blank completed.
+ 8. Calibration check completed.
Test results 0.0F'7<0.0F2-2c

|

er on keyboard.

“f%ﬁqﬂrﬂ 10. Adir blank completed.
“—ék¢42r+'ll+ When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

L3 —12. Raeturn mode salection switch #9 to off position after
all libration checks are complete or type Q and enter
on

*WITHE OF WITEOUT VAPOR RECIRCOLATION AND WITH QR WITHOUT KEYEOARD,

DHS/DSLS/Form Cll§6 (Rev.7-93)




